Acute airway obstruction: a complication of aluminum tape wrapping of tracheal tubes in laser surgery.
A case is reported of acute airway obstruction arising from the use of a tracheal tube wrapped with aluminum tape during laryngeal surgery with a carbon dioxide laser. Problems associated with aluminum tape wrapping of tracheal tubes are discussed.